
 
 

 
 

SUGGESTED CT ANNUAL AUDIT CHECKLIST  
Audit conducted by: Date: 

 
Audit History 
Date of the previous audit: 

 
 

4732.0540 

 
 

N/A 

 
 

Yes 

 
 

No 
Were previous audits conducted annually?      4732.0540    
Are records of previous audits maintained? 4732.0540    
Deficiencies identified? 4732.0540    
Were the deficiencies corrected? 4732.0540    
Have all records been maintained? 4732.0330    

Organization and Scope of program 

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
Is the Radiation Safety Officer identified? 4732.0500    
 Does the RSO meet MDH training requirements? 4732.0500    
 Is RSO fulfilling all duties? 4732.0505    
 Is the written agreement in place for the RSO? 4732.0500    
 All x-ray equipment registered with the MDH? 4732.0200    
 Changes in program since the last audit? 4732.0520    

Operating and Emergency procedures 

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
Are the procedures current? 4732.0520    
ALARA program? 4732.0530    
Technique charts completed and in place? 4732.0550    
Holding procedures in place? 4732.0510    
Garments monitored for integrity? 4732.0550    
Orders include all required information? 4732.0560    
Provisions for declared pregnant staff?  4732.0415    

Individual monitoring device 

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
Are individual monitoring devices in use?   4732.0440    
Users notified in writing of annual exposure? 4732.0440    
Reports maintained for 30 years? 4732.0440    
Is the monitoring worn in the proper locations? 4732.0440    

Shielding Plan 

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
Shielding plan documentation? 4732.0355    
Shielding plan submitted for new or remodeled construction? 4732.0360    
Permanent placards? 4732.0360    
Radiation survey? (change in facility or equipment) 4732.0860    

Retake/Reject analysis  

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
Retake analysis written procedure? 4732.0535    
Reasons listed for rejected studies? 4732.0535    
Repeat rate calculated quarterly? 4732.0535    
 Include the quarterly analysis on annual audit? 4732.0535    
1st quarter: 2nd quarter: 3rd quarter: 4th quarter: 

Radiation Control 
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Computed Tomography requirements 

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
Visual control of all entrances? 4732.0355    
2-way audio communication? 4732.0860    
Quality Control procedures in place? 4732.0860    
CT unit daily QA quarterly review? 4732.0860    
Laser film printer QC daily? 4732.1100    
Equipment evaluations (EPE) performed within 12 months?    4732.0860/4732.1100    
EPE performed after tube replacement or installation? 4732.0860/4732.1100    
Utilization log maintained and complete? 4732.0545    

Computed Tomography self-referred screening 

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
CT screening approved by MDH? 4732.0565    
Renewal submitted 30 days prior to expiration? 4732.0565    
CT screening revisions submitted to MDH? 4732.0565    

X-ray operator training 

 
 
 

 
 

N/A 

 
 

Yes 

 
 

No 
X-ray operators qualified? 4732.0580    
New x-ray operators received initial training?   4732.0510/4732.0860    
Training program implemented? 4732.0510/4732.0860    
 Operating procedures? 4732.0510    
 Emergency procedures? 4732.0510    
Training for changes in program? (new scanner/software change) 4732.0510    

 
Audits and Findings 
Summary of findings: 
 

Corrective and preventive actions: 
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